Consistency of performance of a new craniostat for oblique lateral transcranial radiographs of the temporomandibular joint.
A new craniostat for use with OLTP radiography of the TMJ is described. In a clinical study of 20 patients the craniostat demonstrated a satisfactory consistency of radiographic reproduction.